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Abstract: We describe how the development of x-ray-based techniques and equipment 
(“mammography”) lead to widespread screening for breast cancer and enabled “minimally 
invasive” biopsies of breast tumors. Specifically, we chronicle how: 1) the protocols and 
equipment, developed from 1950-1980, established a foundation for mammography; 2) 
improvements and new rules, in the 1980s, broadened use; and 3) digitization in the 1990s 
created a platform for more safety and accuracy.  

Note: This case history, like the others in this series, is included in a list compiled by Victor 
Fuchs and Harold Sox (2001) of technologies produced (or significantly advanced) between 
1975 and 2000 that internists in the United States said had had a major impact on patient care. 
The case histories focus on advances in the 20th century (i.e. before this millennium) in the 
United States, Europe, and Japan -- to the degree information was available to the researchers. 
Limitations of space and information severely limit coverage of developments in emerging in 
emerging economies. 
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Case Histories of Significant Medical Advances 

 

Mammography  

Mammography, which combines specialized X-ray equipment with techniques for positioning breasts, is 
used both for the screening of women who have no signs or symptoms of breast cancer as well as for the 
diagnosis of lumps or tissues to determine whether they are cancerous. Before mammography physicians had 
relied on physical exams and surgical biopsies.1 However, physical exams could not detect emerging tumors 
and biopsies (of lumps that could be detected by physical examination) were expensive, invasive, potentially 
disfiguring, and sometimes inaccurate. Mammography has made large-scale screening feasible and diagnosis 
through biopsy less invasive and more accurate.2  

Screening mammography has greater impact, although diagnostic use came first. Screening in the United 
States, for instance, is thought to have helped reduce deaths from breast cancer by almost a quarter since 
1990.3 By 2000 nearly three-quarters of American women over 50 (and nearly two-thirds of women in their 
40s) were having regular mammograms.4 Screening has also created controversies about exposing healthy 
young women to X-ray radiation, as well as encouraging unwarranted treatment.5 Commercially, sales of 
screening mammography equipment are as much as ten times greater than the sales of diagnostic 
mammography equipment.6  

The three main sections of this Note describe how: 1) the protocols and equipment, developed from 1950-
1980, established a foundation for mammography; 2) improvements and new rules, in the 1980s, broadened 
use; and 3) digitization in the 1990s created a platform for more safety and accuracy. 

1. Establishing the foundation (1950-1980) 

Overcoming the Limitations of X-Rays  

X-rays, discovered in 1895, were quickly adopted for medical diagnosis and created the specialty of 
radiology, but were not immediately useful in diagnosing breast cancer. Although X-rays provided 
acceptably clear images of bone fractures and hard objects lodged in bodies (such as bullets), images of soft 
tissues – including tumors in breasts – were blurry. For more than four decades radiologists experimented7 
with X-rays to detect breast cancer but could not sharpen blurry images.8 Physicians therefore relied on 
physical exams and biopsies. 

In the 1950s, Raul Leborgne, a Uruguayan radiologist, developed a technique that significantly improved 
breast X-rays, revealing well-formed as well as emerging tumors. In a 1953 book, he described a procedure, 
which entailed adjusting the X-ray beam, flattening the breast during the X-ray, taking images from multiple 
angles, and using more sensitive film.9  

Standardizing Diagnostic Mammography  

Charles Gros, head of radiology at a cancer center affiliated with the University of Strasbourg (France), 
thought Leborgne’s procedure promising but its description inadequate for the typical radiologist. Gros 
therefore attempted to provide a more systematic description in his 1963 textbook Diseases of the Breast. Gros 
also collaborated with the French X-ray producer Compagnie Générale de Radiologie (CGR) to develop 
equipment that would mechanize some of the steps.10 CGR introduced the equipment in Europe in 1966, and 
in the U.S. in 1971.11 

Robert Egan, a radiologist at M.D. Anderson Hospital and Tumor Institute12 in Houston, Texas, developed 
Leborgne’s technique in a different direction. In 1956, Anderson’s chief radiologist had asked Egan, then a 
new resident at the hospital, to investigate X-ray diagnosis of breast cancer. In about five years, Egan 
developed protocols that specified: 1) lower power X-rays than those used for other kinds of diagnostic 
applications (e.g., for fractured bones); 2) different settings for breasts of different sizes, densities, and so on; 
3) highly sensitive X-ray film that Kodak had originally developed to identify flaws in metal structures; and 
4) cardboard cut-outs to position breasts (instead of Leborgne’s technique of flattening and immobilizing 
breasts).  
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Egan’s protocol, described in papers published in 1960 and 1962, had a ninety-seven percent 
correspondence with results of traditional diagnostic procedures (i.e., physical exam and biopsy). It also 
identified emerging tumors that traditional procedures could not detect.13 (See box “How Robert Egan 
Developed and Tested Mammography Protocols”).  

While Egan was developing his protocols, another radiologist, Jacob Gershon-Cohen, was X-raying the 
breasts of women with breast cancers at Albert Einstein Medical Center in Philadelphia. Gershon-Cohen 
intended to record changes in breast tissues that occur as the disease advances. However, the Philadelphia 
radiologist became interested in early detection and, in the late 1950s, X-rayed the breasts of over 1,300 women 
who displayed no symptoms. In 1961, he published results that, like Egan’s research suggested, X-rays could 
detect malignant tumors at a very early stage.14 

Egan’s work attracted the attention of the National Cancer Institute (NCI), which sponsored research, and 
the U.S. Public Health Service (USPHS), which organized prevention and treatment programs.15 To find out 
if radiologists at hospitals that lacked M.D. Anderson’s resources and tradition of multi-specialty 
collaboration16 might be able to replicate Egan’s results, NCI and USPHS officials helped bring radiologists 
from twenty-four American hospitals to Anderson to train under Egan. Their results after they returned to 
their own hospitals also had a high correspondence with traditional diagnoses – seventy-eight percent. The 
high correspondence rate, although below Egan’s, prompted the NCI’s cancer control unit to consider the 
large-scale screening of asymptomatic women.17 Jacob Gershon-Cohen’s Philadelphia study18 and the NCI’s 
own experience in the 1950s of promoting the so-called “Pap smear”1 test to screen women for early signs of 
cervical cancer also encouraged the NCI.19 

How Robert Egan Developed and Tested Mammography Protocols 

Egan first took X-rays of a thousand breasts of women seeking treatment at Anderson for a breast related 
complaint. By comparing his X-ray images with diagnoses produced by traditional physical examinations 
and surgical biopsies Egan chose settings that he expected to produce the same diagnostic results. At the same 
time, Egan took X-rays of breasts that had been diagnosed as cancer-free by Anderson’s physicians. For 
instance, if a woman had a lump in one breast that was detected through a physical exam, and the other breast 
had been found to have no lumps in a physical exam, Egan would X-ray both breasts. In 19 cases, the X-ray 
of the other, seemingly cancer-free breast showed signs of an emerging tumor.  

Egan then validated his protocol by X-raying another 1,522 breasts (of women who had also come to 
Anderson with breast complaints) without prior communication with the physicians conducting the physical 
exam and biopsies. He then compared his diagnoses with those produced by traditional procedures, and his 
comparison showed an astonishing 97% correspondence. In addition, Egan identified another 58 tumors that 
had gone otherwise undetected. 

Both the studies suggested mammography could be used for screening, because the procedure had found 
tumors that had produced no discomfort and had not been identified through physical examination. 
However, Egan was more interested in helping medical internists (who did physical exams) and surgeons 
(who performed biopsies). Egan’s first article emphasized how his protocol could help decide, for instance, 
whether a lump discovered through a physical exam warranted a surgical biopsy. His second article did 
suggest mammographic screening of patients who had been successfully treated (to check for recurrence of 
the disease) but did not propose screening the general population.  

Egan went on to participate in research that showed his techniques could be used by other radiologists. In 
1965, after moving from Anderson to Emory University in Atlanta, Georgia, he continued to enthusiastically 
promote mammography, lecturing widely and training radiologists and technicians well into the 1970s. 
However, Egan focused his research mainly on testing women who had breast complaints or prior histories 

                                                      
1 Pap smears are named for their inventor, Dr. George Papanicolaou. They entail taking a sample of cells on a swab from the opening at 
the bottom of the uterus and testing the cells in a lab for signs of cancer. Pap smears were the first large-scale attempt at early detection, 
and they provided a model for large-scale screening of asymptomatic women for breast cancer. 
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of breast cancer rather than on population-wide screening (although, as we will see, he did help adapt his 
protocol for rapid, high-volume screening). 

Testing Screening Mammography 

To test whether the Pap smear screening model could be adapted to breast cancer, NCI officials contracted 
with the Health Insurance Plan of New York (HIP) to run a large-scale trial.20 HIP insured and provided 
medical services to several hundred thousand “members” in New York through thirty-one physician groups. 
Researchers leading the HIP trial offered free screening to more than 30,000 randomly selected women aged 
between forty and sixty-four (from about 85,000 women in this age bracket that HIP insured). Screening, 
which included physical examinations and patient histories as well as mammograms, was to be repeated 
annually for four years.21  

The research team repeatedly contacted the selected women to secure a high response rate and offered 
screening in mobile vans close to where some of the women worked and not just in the clinics of HIP’s 
physicians. They also used a simpler, faster, mammographic procedure designed by pioneer Robert Egan. 
(Egan’s “normal” protocol, which was intended for diagnosing women who had breast related complaints or 
had previously been treated for breast cancer, was more time consuming. Egan also helped train the 
radiologists and technicians who performed the screening in the trial.)22 

Sixty-seven percent of the women contacted for screening responded, about half of whom completed the 
full four-year sequence of annual screening. Overall, between 1963 and 1968, HIP researchers screened 20,166 
women – a number that might normally have taken up to twenty years.23 Women who showed signs of breast 
cancer were referred to specialists for further investigation and, if necessary, treatment. Researchers then 
compared death rates of women who had been screened with the same number of HIP-insured women in a 
“virtual” matched control group who had not been contacted for screening.24  

Early results, published in 1971, suggested screening had dramatically reduced deaths: Only thirty-one 
women who had been screened had died of breast cancer -- forty percent less than the fifty-two women who 
had died of breast cancer in the control group.25 

The HIP results helped spur a free screening program throughout the United States, which was co-
sponsored2 by the NCI and the American Cancer Society (ACS).26 By 1975, two years after the program was 
launched, over 280,000 women had been screened.27  

Concerns about Safety and Accuracy 

In 1976 an NCI statistician, John C. Bailar, published a reappraisal of the HIP trial suggesting that the 
radiation risks of screening might outweigh the benefits. Bailer noted that only forty-four cases of breast 
cancer had been found through mammography alone in the HIP trial. (In fifty-nine cases the patients’ physical 
exams and histories had provided a sufficient indication and another twenty-nine cancers had been identified 
through some combination of the patient’s medical history, physical exam, and mammography. See Table 1) 
And, because treatment after early detection did not cure all breast cancers, Bailar estimated mammography 
alone prevented only about a dozen deaths (out of the forty-four “additional” early detections). Meanwhile, 
mammography could itself have induced sixteen cancer deaths by exposing more than 20,000 healthy women 
to radiation (according to Bailar’s estimates).3 Thus, mammographic screening might cause as many deaths 
as it prevented.28  

                                                      
2 The U.S. Congress passed the National Cancer Act in 1971. The Act increased funding for research and development of cancer 
diagnostics and treatments. The initiatives supported by this act are often referred to as part of then-President Richard Nixon’s “War on 
Cancer.” 

3 Bailar also pointed out that the women would have a greater risk of developing other cancers, such as leukemia and lung cancer. 
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Table 1  Summary Data for the Health Insurance Plan (HIP) Study 

 Study Group Control Group 
 Total Died of 

Breast 
Cancer 

Total Died of 
Breast 
Cancer 

Total Selected 30,426 70 31,007 108 
Screened 20,166 45   

Mammographic Exams 64,810    
Unscreened 10,260 25   
Breast Cancers Reported 299 70 285 108 

Not Detected on Screening 167 53   
Screened at Least Once 93 28   
Refused Screening 74 25   

Detected on Screening 132  17   
Patient History or Physical Exam only or both 59 9   
Patient History or Physical Exam or both plus Mammography 29 7   
Mammography only 44 1   

Source: Bailar JC 3rd. “Mammography: a contrary view.” Ann Intern Med. 1976 Jan;84(1):77-84. doi: 10.7326/0003-4819-84-1-77. PMID: 
1106292.  

Note: Bailar did not consider the slightly higher number of cancers reported in the screened group to be significant.  

 

After the publication of Bailar’s report, the NCI asked three different groups of university-based 
researchers to review its screening program. By 1977, the researchers reported a variety of problems, 
including mistaken diagnoses that had led to fifty-three unnecessary mastectomies.4 The National Institutes 
of Health (of which the NCI is a part) also convened its first ever “consensus conference”5 in 1977 to 
recommend standards for screening: previously, the NCI and the ACS had published their own standards. 
However, attendees at the conference could not agree on how often women should be screened and whether 
women should begin screening before menopause (which typically starts around age fifty).29  

Meanwhile, Public Citizen, an advocacy group run by consumer rights activist Ralph Nader, obtained and 
publicized government records that showed that equipment in some screening centers delivered radiation 
doses that exceeded federal safety limits.30  

Problems with Equipment, Film, and Human Error 

A Food and Drug Administration (FDA) study published in 197931 (after the Public Citizen report had 
been released – See Exhibit 1) attributed excessive radiation exposure and misdiagnoses from mammographic 
screening to three factors:  

1. Screening with general purpose X-ray equipment. As mentioned, the French X-ray manufacturer 
CGR was first to develop specialized equipment in collaboration with radiologist, Charles Gros. 
Although the equipment had been designed to reduce the training necessary to produce sharp X-rays, 
it also happened to reduce radiation exposure. CGR had started selling this equipment for diagnostic 
use, first in France in 1966 and then in the U.S. in 1971. Possibly because mammography was not yet 
a common procedure, no other companies were selling specialized equipment when free screening 
was started in the U.S. in 1973. As the free screening program unfolded between 1973 and 1976, other 
companies did start selling specialized CGR-style equipment. However, the controversy about 

                                                      
4 A mastectomy is the surgical removal of the whole breast and some surrounding chest muscles. For decades, it was the primary 
treatment for breast cancer. 

5 Consensus conferences brought leading authorities together for public discussions in “an experiment in quickening … certain decisions 
about scientific matters that have important social dimensions” (as The New York Times reported in 1977). The series ran for thirty-six 
years, until its formal retirement in 2013. 
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screening that erupted in 1976 discouraged manufacturers from marketing or improving specialized 
equipment.32 As of 1979, more than half of American hospitals were using general purpose equipment 
that increased radiation exposure when used for mammography.33   

2. Not using specialized film. As mentioned, Egan’s protocols had specified specialized X-ray film and 
low-powered X-rays. The specifications -- like Gros’s specialized equipment -- happened to reduce 
radiation exposure but were not always followed: some radiologists and technicians used standard X-
ray film and power settings that reduced accuracy and exposed patients to more radiation. Others did 
not use X-ray film at all. Instead, they used plates intended for general X-ray use and popularized in 
1971 by the copier pioneer Xerox. The plates, which Xerox had developed as a substitute for traditional 
X-ray film, enabled X-ray images to be printed on paper. And, like standard film, they exposed 
patients undergoing mammography to more radiation than specialized film.34 (See Exhibit 2)  

3. Operator Error. The FDA also reported that many operators made mistakes, such as putting film in 
backwards or using the wrong X-ray settings. Using specialized equipment and film reduced such 
errors. However, according to the FDA’s research, only fifteen percent of screening mammography 
was being performed on specialized equipment with specialized film.35   

Screening in Europe and Japan 

Mammography did not gain the same support in Europe that it did in the United States.36 By the mid-
1970s, only Sweden and Scotland had trials for screening mammography under way.37 Initial results from the 
Swedish trials suggesting that mammography could reduce breast cancer deaths, led to more trials in Sweden 
and, by the end of the 1970s, nationwide screening. However, besides Austria, other European countries did 
not start screening programs.38 

Mammography also lagged in Japan. A small-scale breast cancer screening program launched in 1977 
relied on physical exams. Radiologists did sometimes X-ray breasts after discovering abnormalities in 
physical exams. However, Japanese physicians usually preferred ultrasound scans39  -- developed by 
Japanese researchers and Japanese companies6 -- for diagnosing breast cancer.40 

The preference for ultrasound in Japan would turn out to have unexpected advantages. Research later 
showed that dense breast tissues reduced the accuracy of mammograms. And, although dense breast tissue 
is more common in Japan, it is also found in women in other parts of the world.41 Therefore, the possibly 
fortuitous choice that Japanese companies had made later gave them advantages in selling ultrasound 
equipment for breast examinations abroad – and improved the options available to many American and 
European women with unusually dense breast tissue.7 

Advances in Diagnostic Mammography 

Physicians in the 1970s typically used the same mammographic equipment both for screening and for 
diagnosis. The equipment simply produced images that revealed the existence of lumps (or other such 
abnormalities) and indicated whether the lumps were likely to be malignant. However, the images did not 
provide a clear-cut diagnosis or much information about the precise location of lumps. Therefore, to perform 
a biopsy – the next step in a more definitive diagnosis -- surgeons had to cut open breasts extensively. And 
extensive cutting made biopsies disfiguring and dangerous.42  

In the mid-1970s, a Swedish radiologist collaborated with Tekniska Rontgencentralen, a Swedish producer 
of industrial X-ray equipment, to develop equipment that produced “stereoscopic” images that provided 
                                                      
6 Hitachi for example was (as of 1980) one of the top X-ray producers in Japan, but when Hitachi developed breast imaging equipment, 
it invested primarily in ultrasound technology. The company did patent an X-ray mammography device in 1989 but did not market it. 
Instead, in the 1990s, the company formed an agreement to market and distribute U.S.-based Lorad’s analog mammography equipment 
in Japan. 

7 In the United States, researchers estimate that as many as 44% of women would benefit from breast cancer screening done with 
alternative imaging technologies. 
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more precise information about the location of lumps. The equipment also included a table for patients to lie 
down on. Previously, patients sat upright making it difficult to remain still during diagnostic procedures.43 
(See Figure 1 on the next page)  

Radiologists could use the stereoscopic images to insert a thin wire that guided surgeons to where the 
biopsy was taken. Alternatively, radiologists could themselves extract suspect cells using a very fine needle 
instead of having surgeons cut open breasts. However, although the fine needle procedures were “minimally 
invasive” and produced less discomfort and scarring, they required more expertise, which many radiologists 
did not have. And even experts made mistakes. Therefore, the Swedish innovation did not significantly 
change normal diagnostic practice in the 1970s – and besides Tekniska Rontgencentralen, no other producer 
offered stereoscopic imaging equipment at that time.44  

Producers of Equipment and Film 

As mentioned, French X-ray producer CGR was the first to sell specialized mammographic equipment. 
Except for one startup, Xonics,8 all the other companies that started selling specialized mammographic 
equipment in the U.S. in the 1970s also sold X-ray and other medical devices. For instance, General Electric 
(GE), a multinational conglomerate that started selling mammography equipment in 1974, had been selling 
X-ray equipment since 1896. By the mid-1970s, GE had a large medical diagnostic business that included 
computed tomography (CT) equipment (which was also X-ray based) and ultrasound.45 Likewise, Siemens, 
GE’s longstanding German competitor, started selling mammography equipment in 1973. Siemens had also 
been selling X-ray equipment since 1896, and, by the mid-1970s, Siemens also had a large medical diagnostic 
business that, like GE’s, included CT equipment and ultrasound. Similarly, the three companies selling 
specialized film for mammography in the U.S., namely Kodak, Du Pont, and AGFA, were large, longtime 
producers of traditional X-ray film.46  

Four companies that sold mammographic equipment in the U.S. (including CGR) also served the 
European market, as did three small European X-ray producers that did not sell in the United States. Likewise, 
Kodak, Du Pont, and AGFA sold specialized film – and Xerox its plates that could be used instead of film – 
in Europe as well as in the U.S.47 

Only three companies sold mammographic equipment or film in Japan by the end of the 1970s: Toshiba, 
a Japanese multinational that, like GE and Siemens, was a longtime producer of traditional X-rays and other 
medical devices; Du Pont (selling film); and Xerox (selling plates).48 

                                                      
8 Xonics, a 1972 California startup, secured a patent in 1973 for a process that produced X-ray images on thin plastic sheets that looked 
similar to traditional X-ray film with less radiation. Xonics’ devices adapted standard X-ray equipment and were intended to produce 
chest X-rays and mammograms. Lacking its own sales and marketing, Xonics acquired Standard X-ray, a longtime American X-ray 
manufacturer, in 1975. It also reached an agreement by 1977 with Belgium’s AGFA, an X-ray film producer, to help develop and sell its 
devices. However, Xonics could not actually produce its chest X-ray equipment. And, despite promising results in studies of its 
mammography units, Xonics failed to secure more than a few hundred orders. In 1983, the company sold out to Elscint, an Israeli medical 
imaging company, and by 1985, Elscint had shut down the business it had acquired from Xonics. 
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Figure 1 A woman seated in position for screening mammography in front of CGR’s Senographe, circa 1970 (left and 
middle), and a breast biopsy table circa 1987, on which a woman would lie prone with her breast and arm positioned 
through the hole (right).  

 
Source: Arthur G. Haus, “Historical Technical Developments in Mammography,” Technology in Cancer Research & Treatment 1, no. 2 

(2002) and Henry M. Kuerer “Kuerer's Breast Surgical Oncology,” The McGraw-Hill Companies, Inc. (2010). 

 

2. Broadening Use (1980s) 

New Screening Equipment and Rules 

In the 1980s, companies developed equipment with controls and filters that (when used with newly 
available, more sensitive film) reduced radiation exposure. The improvements also reduced the risks of 
misdiagnosis by producing more detailed images. In addition, companies introduced basic, low-end devices 
priced at $16,000 in 1989, down from $65,000 in the early 1980s.49  

New rules encouraged the use of the new equipment. Laws passed by the U.S. federal and state 
governments between 1986 and 1992 established quality standards for and required regular inspections of 
equipment. These standards and inspections forced hospitals to stop adapting general purpose X-ray 
equipment for mammography.50 Some states also passed laws requiring insurance companies to reimburse 
for screening mammography – and radiologists to perform the screening on equipment that met the new 
quality standards.  

A newly formed breast cancer advocacy group that had lobbied for the laws also educated women about 
the benefits of such screening.51 (See Exhibit 3). Although experts would continue to disagree (See Exhibit 4) 
about when women should begin to get regular mammograms, by 1991, the American Cancer Society was 
recommending regular screening for women over 40 (who did not have any symptoms).52 And by then, the 
number of women who were regularly screened had nearly doubled, to almost fifty-five percent of American 
women over age forty, up from less than thirty percent in 1987.53 

Mammographic installations in the U.S. also received an unintended boost from cost-containment rules 
introduced to limit hospitals’ purchases of expensive computed tomography54 (CT) and magnetic resonance 
imaging55 (MRI) units. These rules encouraged radiologists to open imaging centers that were exempt from 
purchasing restrictions because they were not affiliated with hospitals. 56 These new imaging centers had then 
bought mammographic equipment to round out their diagnostic offerings. By 1990, forty-seven percent of 
centers offered screening and diagnostic mammography.57 The introduction of better, cheaper equipment 
combined with the new rules helped to increase installations of mammographic units by nearly twenty-fold 
in the U.S. between 1983 and 1990.58 (See Figure 2). 
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Figure 2 Estimated Number of Mammographic Units Installed in the United States  

 
Source: Created using data from Martin L. Brown, Larry G. ScD Kessler, and Fred G. DSc Rueter, “Is the Supply of Mammography 

Machines Outstripping Need and Demand?: An Economic Analysis,” Annals of Internal Medicine 113, no. 7 (October 1990). 

Screening in Europe and Japan 

The results of large-scale trials conducted in Sweden (published in 1985) suggested that regular screening 
could reduce breast cancer deaths by about thirty percent,59 while a small-scale trial in the Netherlands 
(published in 1984) suggested screening could halve deaths.60 These trials were apparently influential.61  
Belgium, Denmark, Greece, Ireland, France, Luxembourg, Portugal, and Spain started national screening 
programs in 1986. By 1991, Finland, Italy, the Netherlands, and the United Kingdom also had programs.62 
And, because national health insurance plans covered the cost, screening was free for women undergoing the 
procedure.63 

In Japan, mammography use continued to lag. The small-scale program to screen healthy women that had 
started in 1977 had been turned into a national program in 1987; however, physicians continued to rely 
primarily on physical examination for screening. Mammography was used – if at all -- when there was a 
question about whether an abnormality found by a physical examination warranted a biopsy.64 

Advances in Diagnostic Mammography 

As mentioned, stereoscopic imaging, pioneered in Sweden in the 1970s, to improve the precision of 
diagnostic biopsies, had not been widely adopted. Diagnostic practices however changed in the 1980s as more 
companies sold equipment that provided stereoscopic images and positioned patients horizontally. Thus, 
diagnostic equipment and screening equipment (that did not produce stereoscopic images and continued to 
position patients upright) emerged as distinct categories.65 

In 1988, a group of radiologists in Colorado (who were not affiliated with an equipment manufacturer or 
a university research group) adapted a so-called “biopsy gun,” previously used to diagnose kidney and 
prostate cancer, for diagnosing breast tumors. Developed in Sweden in the early 1980s, the “gun” was a small 
box containing a thin, spring-loaded needle that was shot into tissue suspected to contain malignant cells. The 
needle would pierce the tissue, scrape a sample, and then retract, leaving only a small hole to heal. By the 
mid-1980s, urologists commonly used the gun.  

The Colorado radiologists combined the gun with stereoscopic imaging for “minimally invasive” fine 
needle breast biopsies. The needles shot from guns extracted more cells, resulting in fewer missed cancers. 
However, although the new minimally invasive biopsies were now at least as good (or better) than open 
surgical biopsies, the gun-based devices were slow to catch on, possibly due to radiologists’ reluctance to try 
the new procedure. Companies continued to sell diagnostic equipment without biopsy guns for another 
decade.66 

 (Diagnostic equipment without biopsy guns did however incorporate the controls, filters, and film used 
to improve screening equipment in the 1980s. The improved diagnostic equipment produced images of 
suspect lumps that were sharper, could be magnified with less blurring, and required less radiation 
exposure.)67  
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New Producers and Exits 

Twenty-four companies entered the rapidly growing American market for mammographic equipment in 
the 1980s – two and a half times as many as in the 1970s. Two thirds of the entrants specialized in screening 
equipment that did not include stereoscopic imaging. (Stereoscopic imaging was offered in diagnostic 
equipment by 1970s-era producers, like GE and Fischer Imaging who also sold screening equipment).68 

Although, as in the 1970s, a majority of entrants had existing X-ray businesses, now about a third were 
startups. Meanwhile, four companies, including pioneer CGR, sold out their entire medical diagnostic 
businesses (including mammography) to competitors, mainly large industrial conglomerates like GE.69 In 
addition, Xerox shut down its plate business in 1989.70 

Far fewer companies entered the European market in the 1980s (just six) and only three companies started 
selling in Japan. (See Appendices). Meanwhile, three companies that had exited the American market 
(including CGR and Xerox) also stopped selling in Europe and Japan.71  

3.  Digitizing Mammography (1990-2000) 

Technological Challenges and Advances 

As far back as the 1970s, researchers had believed digitized X-ray images that could be processed by 
computers would improve the safety and effectiveness of mammography. They anticipated for instance that 
computerized enhancement of images would help precisely locate and identify the boundaries of small 
tumors72 and that computers would save radiologists time by flagging suspicious lumps.73 Researchers also 
believed digitized images could be produced with less radiation.74  

Researchers first tried using scanners to digitize X-ray images produced on paper from Xerox’s plates, but 
the low-resolution scanners then available could not reproduce the sharpness of the original paper 
printouts.75 Researchers also tried to directly record images with electronic sensors, but sensors at the time, 
like scanners, also could not produce sharp images.76 Screening mammography presented an additional 
problem: it required equipment that could X-ray a whole breast at once. However, sensors could not produce 
large (“full field”) images without distortion.77  

Participants at a 1991 NCI workshop agreed that improved electronic sensors were more likely to increase 
sharpness and reduce distortion than improved scanners.78 Therefore, the NCI promoted collaboration 
between developers of mammographic equipment and government agencies that had already developed 
advanced sensors for military, space, and energy applications.79  

NCI-sponsored collaborations first applied new sensor technologies to diagnostic equipment that required 
detailed images of only a part of a breast, and thus avoided the problem of producing undistorted, ‘full field’ 
images of the whole breast (needed for screening). In about a year, developers were able to introduce digital 
equipment that produced detailed ‘small field’ images more rapidly than analog diagnostic equipment. The 
sensor-based diagnostic equipment (introduced in 1992)9 also typically incorporated computer-controlled 
biopsy guns -- previously, radiologists aimed the guns by hand. The new computer-controlled units increased 
the accuracy and speed of biopsies. By 1997, digital diagnostic equipment accounted for seventy-five percent 
of diagnostic mammography sales in the United States, and by 2000, digital units accounted for almost ninety 
percent of sales.80 (See Exhibit 5) 

Developers of sensor-based diagnostic equipment also attempted to solve the distortion problems that had 
limited the digitization of screening equipment – for which the market was much larger. (Screening 
equipment sales in the U.S. amounted to $134.5 million compared to $7 million of diagnostic equipment in 
1997). Efforts to reduce distortion included using image-capturing panels with more (and sometimes larger) 
sensors, as well as computers with faster processors, more storage capacity, and better software. By the mid-
                                                      
9 Lorad, a manufacturer of low-radiation screening equipment, was first to introduce the new digital diagnostic equipment.  
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1990s, three U.S. companies – Fischer Imaging, GE, and Trex Medical10 -- which had already started selling 
digital diagnostic equipment, were testing prototypes for full field screening.81  

While most developers focused on using electronic sensors to digitize images, Fujifilm, a longtime 
Japanese producer of X-ray film, took a different approach. By the early 1980s, Fujifilm had developed plates 
that (like Xerox’s plates) substituted for X-ray film in existing X-ray equipment. Images recorded by the plates 
were digitized with laser scanners.82 Fujifilm first marketed the plates and laser scanners for general X-ray 
use. They quickly proved popular in Japan, but adoption in Europe and the U.S. grew more slowly. Although 
existing X-ray equipment could be retrofitted for plates, few radiology departments were equipped with the 
computer networks, electronic storage systems, and video monitors necessary to support digitized X-rays. 
Fuji also did not get FDA approval to sell the plates and laser scanners (for general X-ray use) in the U.S. till 
1989.83 (Coincidentally, as mentioned, Xerox stopped selling its image recording plates in 1989.)  

Initially, images produced by Fujifilm’s plates-and-scanner alternative also lacked the detail necessary for 
screening mammography. By the mid-1990s, Fujifilm was able to produce more detailed images by using 
faster processors and more memory in their scanners. However, by the time Fujifilm could produce 
satisfactory images for screening, changes in U.S. regulations created a new problem.84  

Regulatory Obstacles 

The 1976 Medical Device Regulation Act had given the FDA authority to require clinical trials to 
demonstrate safety and effectiveness for new devices deemed not “substantially equivalent” to existing 
devices.85 In the 1980s, the FDA had classified new mammographic equipment (then all analog) as 
substantially equivalent to pre-1976 equipment and thus exempt from clinical trials. And, in the early 1990s, 
the FDA again exempted digitized devices developed for minimally invasive, “gun”-based biopsies, deeming 
them as substantially equivalent11 to earlier analog devices.86 The exemptions helped the rapid adoption of 
digital (small-field) diagnostic mammography.  

Developers of digitized, full field screening equipment also lobbied the FDA for a “substantially 
equivalent” exemption even before they had products ready to sell. In 1996, the FDA said it would exempt 
new digital screening equipment – if companies could show that it produced results that agreed with those 
produced by analog equipment.87 Two years later, GE and Trex Medical duly submitted what they believed 
was evidence of agreement for their newly developed digital screening products. However, in 1999 the FDA 
ruled that the data submitted by the two companies did not show sufficient agreement and therefore did not 
support a substantial equivalence exemption. The FDA further required that all digital equipment developed 
for mammographic screening – including Fuji’s plate-based system -- undergo large-scale clinical trials to 
demonstrate its safety and effectiveness (rather than just “agreement” with prior analog equipment).88 

GE immediately conducted large-scale trials for its full field, sensor-based screening equipment and 
secured approval from the FDA for its digitized products in 2000. Trex Medical however did not have the 
financial resources to meet the new FDA requirement. Its sales had slowed in 1998 after the loss of an OEM 
agreement with U.S. Surgical and continued to decline in 1999. The company’s CEO left the company two 
days before the FDA rejected its ‘substantial equivalence’ exemption application in December 1999.89 About 
nine months later, bone-densitometry manufacturer Hologic, announced its purchase of the struggling Trex 
(rom its parent, Thermo-Electron) for $55 million. (Just a few months earlier, Hologic had acquired Direct 
Radiography Corp. a manufacturer of digital X-ray systems for medical imaging that was also developing a 
digital screening product.)  

                                                      
10 Trex had been acquired by Thermo-Electron, a diversified producer of analytical and scientific products, which had also acquired 
Lorad. 

11 Analog screening and digital diagnostic equipment may have also been considered equivalent because they used the same or similar 
X-ray generators. In the 1990s, digital screening equipment with integrated sensors sometimes featured new, computer-controlled X-ray 
generators that borrowed technologies from CT scanners. 
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Digitization in Europe and Japan 

Although European and Japanese companies were not leaders in digitizing diagnostic mammography, 
American companies had introduced their digital diagnostic products in Europe and Japan by the mid-1990s. 
And by the late 1990s, digital diagnostic equipment accounted for nearly ninety percent of total diagnostic 
equipment sales in Japan and Europe (as it also did in the United States).90   

In the much larger category of screening mammography, less stringent rules gave European users earlier 
access to digitized equipment. Unlike the FDA, European regulators did not require trials to establish the 
effectiveness of new medical devices: companies only had to satisfy safety standards.91  Therefore, Fujifilm 
had been able to offer its plates and laser scanners in 1998. Similarly, Trex Medical and GE were able to 
introduce digitized screening equipment in Europe in 1998 and 1999, respectively.92  

In Japan, radiologists had started using Fujifilm’s plates and laser scanners for screening mammography 
in the mid-1990s, whereas sensor-based digital screening equipment was not available in Japan until 2000.93 
Additionally radiologists continued to favor analog equipment (which itself had been improving) to a much 
greater degree than their American and European counterparts. Therefore, the sales and usage of sensor-
based digital screening in Japan was negligible – as of 2000, only two sensor-based units had been sold in all 
of Japan.94 

New Producers and Exits  

Entry into the American mammography equipment market slowed in the 1990s. Whereas in the 1980s 
(before any digitization had occurred), twenty-four companies had started selling mammographic 
equipment, only seventeen started selling in the 1990s. Meanwhile, nearly twice as many companies departed 
as in the 1980s.  

Most entrants offered improved analog screening equipment (where technological advances had 
continued alongside efforts to develop full field digitized products) while a few others focused on the smaller 
diagnostic equipment market.  

Fewer companies started selling mammography equipment in Europe in the 1990s than had in the United 
States. Large companies that started selling in the U.S. also sold in Europe, but many small American entrants 
did not. (American producers that exited their domestic market also stopped selling in Europe, and two 
European companies also exited.)95 

Entrants into the Japanese market increased in the 1990s, but the overall number of producers remained 
small. Half the post-1990 entrants offered digital equipment (mostly plates and scanners for screening, as 
previously mentioned), and the other half sold analog screening equipment. 

The Situation at the end of 2000 

A Frost & Sullivan report estimated that analog screening equipment accounted for $222.2 million – or 
nearly 80% -- of worldwide mammographic equipment sales in 2000. And North American and European 
buyers accounted for 48.8% and 41.8% of the worldwide analog screening equipment sold.96 

Analog screening equipment sales in the US had fallen by more than a third in 2000. Frost & Sullivan 
attributed the decline to a “flurry of regulation-prompted sales,” spurred in the previous year by the 
Mammography Quality Standards Act passed in 1992. The Act had mandated minimum specifications for 
many features (such as image receptor sizes, exposure control, and compression paddle devices) that the 
equipment used in many facilities did not meet. As the first effective date for compliance approached, in 1999, 
purchases to replace sub-standard equipment jumped.97 Between 1997 to 1999 sales of screening units jumped 
by nearly 24% (from $136 million to $168.3 million) while the total number of installations increased by less 
than 1%.98 The sales however reduced replacement purchases that might have been made in 2000. And with 
a sharp fall in its largest segment, worldwide sales of mammographic equipment had also declined, albeit to 
a much smaller extent (to $282.5 million in 2000 from $292.5 million in 1999.99  
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Frost & Sullivan expected worldwide sales to rebound after their 2000 decline and grow at more than 10% 
a year to $567.2 million in 2007. The report also predicted a significant shift from analog to digital 
mammography, particularly in North America and Western Europe. The report predicted analog sales 
(comprising mainly of screening equipment) to fall by nearly 20% in North America to $91 million between 
2000 to 2007 and by about 6% to $88.4 million in Western Europe. Meanwhile, digital mammography sales 
were expected to grow by 373% in North America to $162.9 million in 2007 and by over 700% to $130 million 
in Western Europe.100  

According to the Frost and Sullivan report the global mammography market was “mature,” with “the vast 
majority of sales coming from the replacement of outdated or obsolete equipment. The principal markets for 
mammography equipment, the United States and Western Europe, [we]re practically saturated.” Moreover, 
mammography facilities weren’t even replacing equipment, which had an average life span of nine years, 
“until they absolutely ha[d] to.”101 One reason was low utilization:  In the U.S., the average number of 
procedures performed per machine in 2000 was just over 2100, compared to a potential capacity of more than 
9000 procedures. And, with reimbursement rates often below operating costs, most U.S. facilities offered 
mammography as a “loss leader.” Hundreds were closing. In Germany and France radiologists had organized 
strikes to protest low reimbursement rates. 102 

 Reduced demand – and an increased preference for cheaper and more basic units was also expected to 
reduce prices, from $75,500 per unit in 2000 to $71,000 in North America.103 Lower prices would in turn 
further limit the total revenues from analog screening equipment. Prices in Western Europe (where Frost & 
Sullivan expected smaller declines in total revenue) however, were expected to rise from $76,700 per unit in 
2000 to $81,000 in 2007.104  

In digital screening, Frost & Sullivan based its forecast of growth in North America and Europe on 
technical advantages such as “increased contrast resolution” and “real-time image enhancement” providing 
more “sharper, more detailed views” and thus “improved early detection rates for hard-to-detect cancers.” If 
it were “conclusively demonstrated” that digital screening saved more lives than analog screening, this would 
“provide an enormous impetus for facilities to invest in the digital   modality.” Digital screening also had 
potential for reducing false positives and radiation doses and for enabling tele-mammography in remote 
areas.105 

Outside North America and Western Europe, Frost & Sullivan expected increased sales of both analog and 
digital equipment. In Japan, the report noted a “strong possibility” that a national screening program would 
be passed into law, which would increase analog screening equipment sales from $14.8 million (from 199 
units) in 2000 to $33.2 million (from 471 units) in 2007. Meanwhile digital mammography would also increase 
from $2.3 million in 2000 to $21 million.106  

In the rest of the world, Frost & Sullivan expected analog screening equipment sales to grow from $5.7 
million (from 75 units) to $16.7 million (from 225 units) in 2007 and digital equipment sales to rise from $2.7 
million to $23.8 million in 2007. The report also expected rapid increases in the sales of refurbished (analog) 
equipment, which was often priced at less than half the price of new units, in Latin America, Eastern Europe 
and other developing regions that did not enforce stringent technical standards.107  

According to the report, there were only seven “active competitors” worldwide in the mammography 
equipment market in 2000. Three – GE, Siemens, and Toshiba – were multinational industrial conglomerates 
that sold a wide range of medical devices.12 The other four – Hologic, Instrumentarium Imaging, Picker 
International, Fischer Imaging, and Planmed – were “niche-players” that focused on medical imaging. Seven 
“active competitors” had exited between 1997 and 2000: two multinational conglomerates (Phillips and 
Hitachi) and four medical imaging specialists (Acoma, Picker International, Elscint, and Soredex.).  

                                                      
12 Frost & Sullivan’s list apparently excluded Fuji’s plate and scanner systems, as well as very small producers of ancillary 
mammographic equipment and systems. 



 

13 

 

GE, the market leader in 2000 had more than doubled its share of 1997 global sales (See Figure 4). Trex 
Medical, the leader in 1997, had stumbled as mentioned, and been acquired by Hologic. GE had taken 
advantage of the erstwhile leader’s difficulties “to undercut its pricing and capture a substantial portion of 
its market share.” Two Scandinavian niche-players, Instrumentarium and Planmed had also benefitted from 
Trex’s decline.108 

GE had secured a 53% share of the analog equipment sold in North America. According to Frost & 
Sullivan, GE, then the world’s largest corporation (with nearly $500 billion in market capitalization), had 
“pioneered… internet promotions offering mammography equipment at prices far below list price.” Its 
“access to economies of scale and capitalization” gave GE’s mammography business a “considerable 
advantage in this highly price-conscious market.”109 GE was also the market leader in European analog 
equipment sales (with a 37% share) followed by Siemens (29%).110 In Japan, GE was slightly behind market 
leader Toshiba (which had a 33% share) with 31% of the market.111 

GE was also, as mentioned, the only company in the U.S. that had received FDA approval for digital 
screening. However, Fischer Imaging and Hologic were preparing to apply for approval and three of the other 
four “active competitors” in the analog market, namely Siemens, Instrumentarium Imaging, and Planmed 
were also developing digital screening products.112 Developing and marketing digital screening, according 
to Frost & Sullivan was necessary to remain a viable competitor in mammography because end-users wanted 
suppliers on the cutting-edge of imaging technology.113 

Figure 4  Shares of World Mammographic Equipment Sales in 1997 and 2000 

  
Source: Created using data from Frost & Sullivan, World X-ray Mammography Market (2001). 

 

High R&D costs for digital screening, had according to Frost & Sullivan, driven many niche producers 
with limited financial resources out of the market whereas large conglomerates, such as Phillips had probably 
decided the returns did not justify the investment. Expensive components such as detectors, workstations, 
and display monitors, also contributed “substantially” to the prices of digital screening systems. Unless the 
R&D and component costs were controlled, predicted Frost & Sullivan, prices would remain high, financial 
returns would remain low and more niche producers would be forced out of mammography.114 
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Exhibits 

Exhibit 1 The FDA’s Mammography Survey 

The U.S. Food and Drug Administration (FDA) surveyed mammography procedures and equipment in forty-
two states in 1977 and 1978. The survey found that about 550 installations used specialized mammographic 
equipment (first developed by Charles Gros and CGR), typically with highly sensitive, specialized 
mammographic film, as recommended by Robert Egan and sold at that time by Kodak and Du Pont.  

The rest (about 2,230 units) were general purpose units. Some used standard film, others used specialized 
film, and yet others used Xerox’s plates instead of film.  

The FDA’s survey showed wide variations in safety and accuracy depending on the equipment and film used.  

• General purpose equipment used with standard X-ray film was the most unsafe and inaccurate option: 
it exposed patients to the most radiation and produced the blurriest images. Inspectors found that 
eighty-eight percent of general-purpose units used with standard film worked incorrectly, often 
because of operator error. 

• Xerox’s plates (used to retrofit general purpose equipment) worked correctly more often, but incorrect 
operation was still high — over twenty-five percent.  

• Use of specialized mammographic film exposed patients to the least radiation and produced the 
sharpest images. However, if the specialized film was used with general purpose units, operating 
errors occurred over fifty percent of the time. In contrast, specialized equipment used with specialized 
film reduced errors to just six percent. 

Source: R. G. Jans et al., “The Status of Film/Screen Mammography. Results of the BENT Study,” Radiology 132, no. 1 (July 1979): 197–
200, https://doi.org/10.1148/132.1.197. 

 

 

Exhibit 2 Xerox’s “Xeromammography” 

In 1955, two American physicians working on civil defense medical services reported on a new method for 
producing X-ray images like those used in Xerox’s newly available photocopiers. The plates required no 
special, costly chemicals to produce very detailed, lasting images (in blue ink on white paper). “Although our 
initial interest in xeroradiography came about because of civil defense,” the physicians wrote, “we have been 
impressed from the start with the possibility of using the method in routine clinical radiography.” 

Within a few years, researchers had tested xeroradiography for several applications, including 
mammography, and found the images rivaled and sometimes surpassed those made on X-ray film. In 1966, 
the American College of Radiology began working with Xerox to develop a commercial device.  

Xerox’s xeroradiographic units were introduced in 1971 for use with general purpose X-ray equipment, but 
its cost-effectiveness, quality, and ease-of-use made it immediately popular for mammography. By the mid-
1970s, over half the mammograms made in the United States were xeromammograms, and the device was 
being tested in Swedish clinical trials.  

Critics questioned the safety of mammographic screening in 1976, and subsequent tests revealed that 
xeromammography was not as safe as mammography performed with specialized mammographic 
equipment and film (as noted in Exhibit 1). Despite improvements made in the 1980s, sales dwindled, and 
Xerox discontinued the device for general as well as mammographic uses in 1989. 

Source: See endnotes: 115 
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Exhibit 3 Breast Cancer Advocacy 

Before the 1970s, treatment for breast cancer was limited to radical mastectomies that removed entire breasts. 
This disfiguring surgery kept few women alive for more than five years.  

Explicit mention of the disease was avoided; conversations referred to women who had “The Big C.” 

In November 1972 Shirley Temple Black, a former child movie star who had become a diplomat, came forward 
with her breast cancer diagnosis. In 1974, the President’s wife, Betty Ford and the vice-president’s wife, 
“Happy” Rockefeller, followed Black’s lead. The publicity helped promote early detection via screening 
mammography sponsored by the NCI and the American Cancer Society. Later, other celebrities revealed their 
cancer diagnoses to promote screening and raise funds for research. 

In the early 1980s, the Susan G. Komen Foundation provided another boost. Nancy Brinker had started the 
foundation in 1982 to honor her sister Susan Komen, who had died of breast cancer in 1980. By 1985, the 
Texas-based organization had raised over a million dollars for research through luncheons, cocktail parties, 
dinner dances, polo matches, and a road race. The foundation also sponsored educational seminars and an 
award named for First Lady Betty Ford.  

By the late 1980s, the Komen Foundation had become a powerful advocacy group, lobbying for state and 
federal laws that spurred advances in mammographic equipment, required insurance coverage for screening, 
increased funding for research, and created another federally funded free screening program (instituted in 
the 1990s). The foundation also taught women how to self-examine their breasts and recommended when 
and how often women should undergo screening mammography.  

In 1991, the Komen Foundation started its Pink Ribbon Campaign, which is credited with raising millions of 
dollars for breast cancer advocacy, research, and education. 

Source: Paraphrased from Susan Braun, “The History of Breast Cancer Advocacy,” The Breast Journal 9 (May 1, 2003). 

 

 

Exhibit 4 Questions about Breast Cancer Screening 

In 1995 a U.S. Office of Technology report, Health Care Technology and Its Assessment in Eight Countries, noted:  

“…A large, well-designed randomized trial carried out in the Health Insurance Plan (HIP) of Greater New 
York during the 1970s, [showed] clear benefits from routine screening in terms of mortality from breast cancer 
in women over the age of 50.  

…The HIP randomized trial offered the interventional group, approximately 31,000 women aged 40 to 64 years, 
four successive annual screenings with two-view mammography and breast physical examination. About 67 
percent of the women accepted, and approximately 50 percent of those received at least three screenings. The 
trial showed a statistically significant reduction in mortality in women who were over 50 years of age at entry 
into the study. Five years after entry, the reduction in mortality was about 50 percent, falling to about 20 percent 
at 18 years after entry. For women 40 to 50 years of age at entry, the reduction in mortality was small (about 5 
percent at five years, and not statistically significant). 

[The HIP study was] …followed up by two randomized studies in Sweden, one in the United Kingdom, and a 
number of nonrandomized studies. These studies in total seem to demonstrate benefit from screening but leave 
a number of unanswered questions. One problem is that each one has used a different screening regimen, so the 
independent contribution of the two methods of examination cannot be estimated… Another problem is that 
the studies have been done at different times with different X-ray technologies; the question of the usefulness of 
modern technology cannot then be answered. Nonetheless, it is widely assumed that modern X-ray 
mammography screening alone is of benefit. 
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A contentious issue is the question of screening women under the age of 50 years. In the United States some 
groups do not recommend screening women under 50 years of age, but others do. In Canada, the Task Force 
on the Periodic Health Examination does not recommend screening younger women, but the province of 
British Columbia does support this practice. 

A number of cost-effectiveness analyses of breast screening have been carried out… [One US study] estimated 
that a program that screened 25 percent of American women between the ages of 40 and 75 would cost $US 
4.2 billion for annual breast physical examination alone and $US15 billion for examination plus 
mammography. Using outcomes from the HIP study, the marginal cost of adding a year of life with both 
examination and mammography would be $US 134,081 in the age group from 40 to 50 years; $US83,830 in 
the age group from 55 to 65 years; and $US92,412 in the 65- to 75-year-old group. Other studies have found 
lower costs per year of life added with breast cancer screening. Typical figures range between $US13,200 and 
$US28,000 per year of life saved.”  

Source: Excerpted from Health Care Technology and Its Assessment in Eight Countries, International Differences in Health Care Technology 
and Costs (Washington, DC: Office of Technology Assessment, United States Congress: For sale by the Supt. of Docs., U.S. 
G.P.O, 1995). 
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Exhibit 5 Mammography Equipment Markets: Selected statistics 

   
2000 Estimates 

 
2007 (Predicted) 

   
Screening Diagnostic Total 

 
Screening Diagnostic Total 

North America        
Sales ($m)         
 Analog  108.5 1.4 109.9  90.6 0.4 91 

 Digital  22.7 11.5 34.2  145.8 17.1 162.9 
Prices ($ ‘000s/unit)         

 Analog  75.5 35.9 -  71.1 27.6 - 
 Digital  473.1 107.4 -  324.7 91.6 - 

Installed base (Units)         
 Analog  15,287 - -  14,712 - - 

 Digital  48 - -  1054 - - 
Western Europe        
Sales ($m)         
 Analog  93.2 1.1 94.3  88.3 0.1 88.4 

 Digital  9.6 6.5 16.1  117.4 12.6 130 
Prices ($ ‘000s/unit)         
 Analog  76.7 37.1 -  81 26 - 

 Digital  452.9 110.4 -  324.4 95.2 - 
Installed base (Units)         
 Analog  10,273 - -  10,690 - - 

 Digital  12 - -  726 - - 
Japan        
Sales ($m)         
 Analog  14.8 0.42 15.22  33.2 0.12 33.32 

 Digital  0.9 3.3 4.2  15.9 5.1 21 
Prices ($ ‘000s/unit)         
 Analog  74.6 37.2 -  70.4 30.4 - 

 Digital  474.7 107.4 -  325.6 91.7 - 
Rest of the World        
Sales ($m)         
 Analog  5.7 0.26 5.96  16.7 0.03 16.73 
 Digital  1.9 0.8 2.7  18.8 5 23.8 
Prices ($ ‘000s/unit)         
 Analog  75.6 36.7 -  74.1 28 - 
 Digital  466.9 108.4 -  324.9 92.8 - 
Worldwide        
Sales ($m)         
 Analog  222.2 3.1 225.3  228.7 0.6 229.3 

 Digital  35.1 22.1 57.2  298 39.8 337.8 
Prices ($ ‘000s/unit)         
 Analog  75.6 36.7   72.8 26 98.8 

 Digital  466.9 108.4   325 92.8 417.8 

Source: Created using data from Frost & Sullivan, World X-Ray Mammography Market (2001).  

Note: Analog screening sales pertain just to the “add-ons” to a basic mammography unit. 
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Appendix 1: Mammography Timeline  

Year Event 

1895 X-rays discovered 

1913 First X-ray images taken of breast cancer tumors.  

1950s 

Radiologist Raul Leborgne publishes a new technique for producing sharp breast X-rays. 

Radiologist Charles Gros begins experiments in Strasbourg, France. 

Radiologist Robert Egan begins experiments in Houston, Texas.  

1956 Radiologist Jacob Gershon-Cohen begins studies on early detection in Philadelphia, Pennsylvania. 

1960-62 
Egan reports a 97% correspondence rate and high rates of early detection for his mammography technique. 

Gershon-Cohen also reports on accuracy of early detection using mammography. 

1963 
Gros authors a textbook based on his mammographic technique and findings.  

National Cancer Institute (NCI) contracts with Health insurance Plan of New York (HIP) to run a clinical trial 
testing screening mammography. 

1964 
Kodak produces industrial X-ray films and screens vacuum-sealed together for high-quality, high-contrast 
breast X-ray images. 

1966 

CGR introduces the Senograph, an X-ray machine designed by Gros and engineer Emille Gabbay specifically 
for mammography, in Europe. 
Robert Egan moves to Emory University, where he trains radiologists from across the U.S. 

Xerox begins research into xeroradiography. 

1971 

Initial results from the HIP trial suggest that mammography reduces breast cancer deaths by forty percent.  

Congress passes the National Cancer Act, enabling the NCI to join with the American Cancer Society to fund a 
national free screening mammography program. 
Xerox brings xeroradiography to market. 

CGR’s Senograph introduced in U.S. 

1973 Breast Cancer Detection and Demonstration Project (BCDDP) launched.  

1975 The BCDDP grows to 29 centers across the U.S.  

1976 

John Bailar at the NCI raises questions about mammography’s accuracy and safety. Medical Device Act 
passed. 
Surgeons and radiologists propose the use of mammography to perform wire-guided localizations to prepare 
for biopsies. 

1977 

Federal limits on radiation exposure lowered. 

The Food and Drug Administration (FDA) surveys mammography machines nationwide. 

National Institutes of Health convenes a public consensus building conference but fails to reach full consensus. 

Lazlo Tabar begins controlled trials of mammography in multiple towns across Sweden.  

1981 The BCDDP ends. 

1982 The Susan G. Komen Foundation founded by Komen’s sister, Nancy Brinker. 

1983 The Komen Foundation holds its first fundraising race in Dallas, Texas. 

1985 
Lazlo Tabar publishes initial data from Swedish trials confirming mammography reduces mortality rates and 
detects cancers at an earlier stage.  

1986 National Breast Cancer Awareness Month established.  

1987 GE acquires pioneer CGR. 
 

1988 
Partial coverage of mammograms begins nationally under Medicare, but not Medicaid. 

Radiologists develop new mammographic equipment designed to facilitate minimally invasive biopsies.  

1989 
Lazlo Tabar publishes additional data confirming mammography reduces mortality rates and catches cancers 
at an earlier stage.  

1990 Full coverage of mammography begins for those on Medicare, but not for Medicaid recipients.  

1991 
Blue Cross Blue Shield becomes the first major private insurance company to cover mammographic screening 
for women over 40. 
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Year Event 

1992 

Activists succeed in lobbying Congress for unprecedented levels of funding for breast cancer research. 
Mammography Quality Standards Act passed by Congress; the law requires inspections of mammography 
facilities and equipment. Lorad introduces diagnostic mammographic equipment for performing minimally 
invasive surgeries that features digital components. Within two years, competitors Fischer and Bennett will 
offer similar devices.  

1993 
The NCI returns to discouraging mammograms for women under 50; the American Medical Association 
follows, but eventually reinstates recommendations that screening should start when women are 40. 

1996 
The FDA provisionally agrees to allow 510(k) approval of digital mammographic equipment for screening, 
provided companies submit data showing its equivalency to analog equipment. 

1998 

Trex Medical introduces sensor-based digital mammographic equipment for screening in Europe. Within a 
year, GE will introduce its sensor-based digital mammographic equipment for screening in Europe. Fujifilm 
introduces plates that adapt analog equipment to produce digital images in Europe, where they quickly 
become a popular alternative to sensor-based digital mammographic equipment. (Radiologists in Japan had 
already been using Fujifilm’s plates for mammography.) 

1999 
The FDA rejects equivalency data submitted by GE and Trex Medical and requires clinical trials before 
approval to market digital mammographic equipment for screening. 

2000 
Hologic acquires Trex Medical. 

GE receives FDA approval to market its digital mammographic equipment for screening. In the next six years, 
only four other companies will receive approval: Fischer, Hologic, Siemens, and Fujifilm.  

2005 
Results of trial sponsored by NCI shows digital mammographic equipment for screening equivalent to 
standard mammography, except in use on patients under 50 years of age, when digital diagnoses women more 
accurately than analog.  

2010 
FDA changes rules for digital screening mammographic equipment and no longer requires clinical trials before 
marketing. 

2011 
Hologic introduces 3-D mammographic equipment under old FDA rules (already in trials when rule change 
made). 
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Appendix 2: Companies entering mammographic equipment markets  
(and country of their domicile)  

 Market Entered (from 1966 -1970) 
Year of Entry United States Europe Japan 

1966 Kodak (US) Compagnie Générale de Radiologie (France)  
1971 Xerox (US) 

CGR (France) Kodak (US) 
 

1972 Du Pont (US) 
Siemens (Germany) 
Picker (US) 
Xerox (US)   

1973 

Siemens (Germany) 
Philips (The 
Netherlands) 
Picker (US) 
Fischer (US) 

Philips (Netherlands) 
Du Pont (US) 

 
1974 General Electric (US)  

 
1975 Technicare (US) AGFA/Gevaert (Belgium)  
1976 Xonics (US) Valmet (Finland)  

1977 AGFA/Gevaert 
(Belgium) 

Elema-Shonander (Sweden) 
Tekniska Rontegencentralen (Sweden) 

Xerox (US) 
Toshiba (Japan) 
Du Pont (US) 

Source: Endnotes: 116 

 

Source: Created using data from Sarah A. Fox, Carolyn Kimme-smith, and Dennis S. Kios, “The Technology Of Mammography: 
Misunderstood and Underutilized,” International Journal of Technology Assessment in Health Care 4, no. 4 (1988): 521–544, 
https://doi.org/10.1017/S0266462300007601; Anderson (1990); Haus (1990, 2002); the Health Device Sourcebooks; the Medical 
Device Registers; and the FDA 510(k) database.  

  

 Market Entered (1980-1989) 
Year  United States Europe Japan 

1980 Soredex (Finland) Soredex (Finland);  
1981 Elscint (Israel) Elscint (Israel). 

The General Electric Company (GEC, UK) Siemens (Germany) 

1982   
GE/Yokogawa 
(US/Japan) 

1983 Ohmic (US) GE (US) Shimadzu (Japan) 

1984 3M (US) Gilardoni (Italy) 
3M (US) 

 

1988 Custom Medical Products (US)   

1989 

AS&E (US); Amerisys (US).  
Ausonics Corp. (Australia).  
Bennett X-ray Corp. (US).  
Continental X-ray Corp. (US).  
International Radiographic Inc. (US).  
Kramex Corp. (US).  
Lorad Medical Systems (US).  
MammoCare USA (US).  
MinXRay Inc. (US); Moti (US).  
National X-ray (US).  
Planmed (Finland); Porta Ray (US).  
Raytheon Medical Systems 
Shimadzu Medical Systems (Japan) 
Spectrascan Imaging Services (US) 
Supertech Inc. (US) 
Transworld X-ray (US) 

Planmed (Finland) 
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 Market Entered (1990-2000) 

Year United States Europe Japan 

1990 

Giotto (Italy) 
Acoma Medical Imaging (Japan) 
BG Imaging Specialties (US) 
International Medico Scientific (Italy) 
York X-ray (US) 

International Medico Scientific 
(Italy) 
Giotto (Italy) Acoma Medical 

Imaging (Japan) 
Hitachi (Japan) 

1991 

American Shared Curecare (US) 
Camp-Ray (US) 
Coastal Medical Systems (US) 
Instrumentarium (Finland) 
LogETronics (US) 
RP Kincheloe (US) 
Universal Medical Systems (US) 
Vision Ten (US) 

Instrumentarium (Finland) 

 

1992 
Dynarad Corp. (US) 
Medical Systems Engineering (US) 
Trex (US) 

 

 
1993 

 
Sectra Imtec (US)  

1997 

Sterling Diagnostic Imaging (US) 
 

Fujifilm (Japan) 
Planmed (Finland) 
Instrumentarium 

(Finland) 
Fischer (United 

States) 

1998 
 

Trex (United States) 
Fujifilm (Japan)  

2000 
Vidar Systems Corp (US) 
Dba Systems (US) 
Hologic (US) 

Cintec Medical (Israel) 
Hologic (United States) Hologic (United 

States) 

Source: Created using data from The Health Device Sourcebook; the Medical Device Register; FDA 510(k) database; and Frost & Sullivan 
reports; (2000) World X-Ray and Computed Tomography Markets; (2001) World X-ray Mammography Market; (2003) X-Ray 
Mammography Markets in North America and Japan and the Rest of the World, and (2008) European Mammography Systems Market.  
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